RECEIVED DHSSB{H!?MMM o
By Carol Day at 3:08 pm, Jul 01, 2009

MISSOUR! DEPARTMENT OF HEALTH
;i STATE PUBLIG HEALTH LABORATORY

& v
e DATAMASTER MAINTENANCE REPORT Clay Go. Detention Genter, Liberty
Complete this report in duplicale at the time of the regular monthly preventive maintenance chack, and whenaver Instrument

is repaired. Send copy to Dapartment of Health; ratain originai in department file.
DATAMASTER SN

DATE OF INSPECTION

204160 6/30/2009

LOCATION OF INSTRUMENT [STREET AND CITY}) TIME OF 1NSPECTION

2820 North Sharmrock Rd. Jefferson City, MO 65101 7:26
CHECKLIST: Place a check {v) 1o Lhe fell of each item H found 1o be satisfaclory or il operating within astablished limits. {Write
in observed values where determined.) Unchecked items must be corrected before using instrument.

W] DIAGNOSTIG GHEGK (PRINTOUT ATTACHED)

COMPUTER DETECTOR
PROGRAM W1 FILTERS
HEATERS SAMPLE CHAMBER  +50°C 7] QUARTZ STANDARD
| ] FLOW DETECTOR W] CALIBRATION
W] PUMP HIGH SPEED PRINTER
INDICATOR LIGHTS
f] TIME AND DATE 7:30 6/30/2009

Wi SIMULATOR TEMPERATURE {34 °C £ 0.2°C)  +34.00°C

/] CALIBRATION CHECK -
Run thige tests using a slandard solutlon. Afl three tesis musi be within 1 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding lo the slandard solulion being used. (PRINTOUT ATTACHED) {(USE

RECIRCULATION PUMP)

/] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.106% INCLUSIVE
] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TESTI W 100 TEST2 ™ 100 TEST3 100

lv] PERFORM R.F.I, TEST (PRINTOUT ATTACHED}

NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

AEFUSALS © |{0-04) 0 {.05-,09} o ’(.10-.?4) ] {.15-.18} 0 {Over .18} 0
List any new parts and describe any alteration or modHication that was made to restore the instrument to operate satisfactorily

and within established limits {use other side if necessary)
Upgraded firmware from verslon 12/16/98 to verslon 02/07/2008.

Guth Laboratorles, lot #08340, explring 10/15/2009
INSPECTING OFFIGER )

SIGNATURE PAINT HAME
Terey L. Carroli
TYPE It PERMIT HUMBERIEXPIAATION DATE TELEPHONE NUMEER
920079 4f22/2011 {573) 751-4722
MO £80- 1468 {3-94} Ak EQUAL OPPORTUNIFY/AFFIAMATIVE AGTION ENPLOYER Lob.-if@

BT P eed Ot A PO STEALIONY biia



®
@5 GUTH LABORATORIES, INC.

530 NORTH 67th STREET @ HARRISBURG, PA 17111- 4514 TELEPHONE: 717-584-8470

§

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 05340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol -

analysis instrument reading of 0.10 percent BAC.

The alcohci and wate used in this solution were

free of test interfering substances,

T T

Ted L. Pauley, President
GUTH LABORATORIES, INC.




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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‘FACE THIS SIDE DOWN - TH!S EDGE IN FIRST _ FACE THIS SIDE DOWN - THIS EDGE iN .FIFIST

BAC DataMaster BAC DataMaster
Evidence Ticket Evidence Ticket

HISSOURT STATE HIGHWAY FRTROL CHMISSOURT STATE HIGHWRY PATROL
BAC DATAMASTER SERIAL MUMEER cEeEld ; © BAC DATAMASTER SERIAL HUMBER 202014
AL 3BT ; S AE. 2053

TESTING OFFICER: ARFEST TIME: 91:848
CARROLL-TEREY-L ; . ELIRJECT HAME:

OFFICER I.D.: C&% P TE~ M

PERMIT HUMEBER: 928872 DOE: Al/B2-03 ZEM: M

CHPIRATION DATE: Bds ;Hii ©ORTATESDLL. ¢ MOSIEEAE

REORDER ALL SUPPLIES FROM N.P.AS.
P.0. BOX 14%6 MANSFIFI Py Ok adani

© MISCELLANEOUS DATAH:
© @4 CRL, CHECK

- SUFERVIZOR WODE —--

ARREZTING OFFICER:
CARREDLLATERRY-L

OFFICER I.D,F 6%

TEXTIHG DFFICER:

. CARROLL-TERRYAL
ELAMHK TEIT . TG e = OFFICER I.0.7 262
IMTERMAL STAHDBARD VERIFIED @943 PERMIT HUMBER: 926873 |
EXTERMAL ESTARDARD B39 [9: 49 EXPIRATION DATE: Ad4-.22-11
BLAME TEST . BEA b9 5E " MISCELLAHEQLEE DATH:
EXTERMAL STAHDRRD i @31 50 RFT TEST
ELAMK TEST g o f3ial
EXTERMAL STANDARD LB Barsl ~=~ BREATH AMALYSIZ ~—-
" RLANK TESRT » DIGE o Ee : )
BLAMNK TERT : L BRE jEl=F5ta]
He=2 ~ IMTERMAL ETANDHERD YERIFIED  @9:ha
EIM, = .1  RADIG INTERFEREHCE
AYE, = (BE386 ' ’



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

TERRY L CARROLIL

s hereby authorized to instruct and supervise operators, train [nstructors, inspect,
calibrate, perform fleld repalirs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcohollc content of blood from a sample of explred (alveolar)
air. Issued under the provisions of sections 577,020 through 577.041, RSMo 1986.

Yol ¥ Mathurusont
Dilrector of State Publo Health Laboratory
%w‘f 7.:/ ﬁzm‘%{

Dlrector, Depantment of Health

oae__04/22/09
920079
04/22/2011

Number

Explres

MO 6800771 {7T-88) Lab. 4 {R7-88)



